Novel Ventricular Tachyarrhythmia Detection Enhancement Detects Undertreated Life-Threatening Arrhythmias

Bruce L. Wilkoff, M.D., FHRS, Laurence D. Sterns, M.D., Michael S. Katcher, M.D., FHRS, Gaurav Upadhyay, M.D., FHRS, Peter Seizer, M.D., Chaoyi Kang, Ph.D., Jennifer Rhude, M.S., Kevin J. Davis, B.S., Avi Fischer, M.D., FHRS

PII: S2666-5018(21)00219-1
DOI: https://doi.org/10.1016/j.hroo.2021.11.009
Reference: HROO 182

To appear in: Heart Rhythm O2

Received Date: 13 August 2021
Revised Date: 9 November 2021
Accepted Date: 10 November 2021


This is a PDF file of an article that has undergone enhancements after acceptance, such as the addition of a cover page and metadata, and formatting for readability, but it is not yet the definitive version of record. This version will undergo additional copyediting, typesetting and review before it is published in its final form, but we are providing this version to give early visibility of the article. Please note that, during the production process, errors may be discovered which could affect the content, and all legal disclaimers that apply to the journal pertain.

© 2021 Published by Elsevier Inc. on behalf of Heart Rhythm Society.
Title: Novel Ventricular Tachyarrhythmia Detection Enhancement Detects Undertreated Life-Threatening Arrhythmias

Short Title: Novel algorithm for undertreated tachyarrhythmias

Authors:
Bruce L. Wilkoff M.D., FHRS¹, Laurence D. Sterns M.D.², Michael S. Katcher M.D., FHRS³, Gaurav Upadhyay M.D., FHRS⁴, Peter Seizer M.D.⁵, Chaoyi Kang Ph.D.⁶, Jennifer Rhude M.S.⁶, Kevin J. Davis B.S.⁶, Avi Fischer M.D., FHRS⁶

Affiliations:
1. Sydell and Arnold Miller Family Heart, Vascular, and Thoracic Institute - Robert and Suzanne Tomsich, Department of Cardiovascular Medicine, Cleveland Clinic, Cleveland, Ohio, USA
2. Division of Cardiology, Royal Jubilee Hospital, Victoria, British Columbia, Canada
3. Massachusetts General Brigham Salem Hospital, Salem, Massachusetts, USA
4. Center for Arrhythmia Care, University of Chicago Medicine, Pritzker School of Medicine, Chicago, Illinois, USA
5. Department for cardiology and angiology, Ostalbklinikum Aalen, Aalen, Germany
6. Abbott, Sylmar, California, USA

Correspondence: Bruce L. Wilkoff, M.D., FHRS, Cleveland Clinic, 9500 Euclid Avenue, Cleveland, OH 44195. E-mail: WILKOFB@ccf.org
Abstract:

Background: Ventricular tachyarrhythmias (VTA) with low and varying signal amplitudes and morphologies may not be successfully identified utilizing traditional implantable cardioverter defibrillator algorithms.

Objective: Develop and validate a novel algorithm (VF Therapy Assurance, VFTA) to improve detection and timely delivery of high voltage therapy (HVT) for these arrhythmias.

Method: Arrhythmia detection was simulated on recorded VTA electrograms (EGMs) utilizing Abbott’s Merlin.net database. EGMs where an HVT occurred only when VFTA was enabled, or where VFTA provided an HVT >30 seconds earlier than without VFTA were re-adjudicated with physician review. As VFTA never prevents detection or therapy, EGMs where VFTA didn’t activate or alter HVT were not adjudicated.

Results: Among 564,353 recorded VTA EGMs from 20,000 devices, VFTA altered HVT in 105 EGMs from 67 devices. Physician adjudication determined that 81.9% (86/105) of these EGMs were true undertreated VTA episodes and would have received appropriate HVT with VFTA enabled. Furthermore, 65% (56/86) of the episodes were ventricular fibrillation, polymorphic, did not self-terminate during the recording window, or not amenable anti-tachycardia pacing. 87.5% (49/56) would not have elicited HVT without VFTA. Overall, VFTA provided new or earlier appropriate HVT in 0.27% (53/20,000) of devices with an increase in inappropriate HVT in 0.07% (14/20,000) devices.

Conclusion: The VFTA algorithm successfully identifies VTA missed by traditional detection algorithms, due to undersensed ventricular signals resulting in rate falling below the programmed detection rate. The use of VFTA increases the likelihood of delivering life-saving HVT.

Keywords: Implantable cardioverter defibrillator, undersensing, detection algorithm, high voltage therapy, ventricular tachyarrhythmia

Nonstandard Abbreviations and Acronyms

High voltage: HV
Polymorphic Ventricular Tachycardia: PVT
Monomorphic Ventricular Tachycardia: MVT
Normal Sinus Rhythm: NSR
Electrogram: EGM
Interval to detect: ITD
INTRODUCTION

Implantable cardioverter defibrillators (ICDs) significantly improve survival in primary- and secondary-prevention patients, by effectively terminating life threatening ventricular tachyarrhythmias. Appropriate detection of tachyarrhythmias and subsequent therapy delivery requires reliable sensing of ventricular events (i.e., R-waves). Accordingly, ICDs employ dynamic sensing thresholds and refractory periods to enhance R-wave sensitivity and limit instances of sensing-related failures to treat life-threatening ventricular tachyarrhythmias. Although rare, undersensing may still be observed with large variations in R-wave amplitudes and R-R intervals, particularly during polymorphic ventricular tachycardia (PVT) and ventricular fibrillation (VF).

In addition, recent studies have demonstrated reduced morbidity and mortality with reductions in avoidable or inappropriate HV therapy through extending detection intervals to allow for self-termination of ventricular tachyarrhythmia, or termination with use of anti-tachycardia pacing (ATP) therapy. These findings led to a paradigm shift in ICD therapy programming away from more aggressive, shorter duration and slower arrhythmia detection to more conservative faster detection rate cutoffs and longer detection times. Following these changes in recommended programming, several reports suggested that using generic programming of longer detection times and faster detection rates with or without device undersensing—may lead to delayed or undelivered therapy for PVT or VF, regardless of device manufacturer.

To mitigate this risk, a novel algorithm, “VF Therapy Assurance” (VFTA, Abbott, Sylmar, CA), has been developed that leverages far-field R-wave signals during ventricular tachyarrhythmia episode to provide ICD therapy when near-field R-wave undersensing is confirmed. The objective of this study was to characterize the VFTA algorithm and demonstrate the performance of VFTA in reducing the number of undertreated ventricular tachyarrhythmias without significantly increasing inappropriate high voltage (HV) therapy delivery, while still maintaining physician preferred programming.

METHODS

Ventricular Fibrillation Therapy Assurance (VFTA) Algorithm Functionality

VFTA was designed as an enhancement module to the ventricular tachyarrhythmia detection and treatment suite of Abbott’s Gallant™, Entrant™, and NeutrinoNXT™ ICD and cardiac resynchronization therapy defibrillator (CRT-D) devices, interacting with traditional VT/VF detection, discrimination, and therapy features. The VFTA algorithm was developed based on Merlin.net database analysis of R-wave amplitudes and R-R interval variations observed during PVT and VF episodes, as captured by the far-field electrograms (EGMs) used for arrhythmia detection in Abbott ICDs. Devices and episodes were de-identified prior to analysis and does not fall under the purview of the institutional review board. The far-field EGM channel with SecureSense™ lead noise identification was designed to inhibit inappropriate therapy as a result of noise detected on the near-field EGM by identifying R-R mismatch between the two sensing channels. This algorithm is described in detail elsewhere. However, R-R interval and amplitude variations in the far-field EGM signal were found to coincide with delayed ventricular tachyarrhythmia detection and treatment, as well as inappropriate episode termination during ongoing arrhythmia. The VFTA algorithm aims to capitalize on the far-field EGM to promptly identify and treat tachyarrhythmias for which HV therapy would otherwise be delayed or deferred.
Figure 1 provides an overview of the VFTA algorithm logic. The VFTA algorithm enhances traditional tachyarrhythmia detection by determining whether HV therapy needs to be accelerated at four different checkpoints during an episode: (1) the number of intervals to detect (ITD) for one of the tachyarrhythmia rate zone is fulfilled (VT and VF) and rhythm discriminators indicate VT (only for VT); (2) a pre-defined number of intervals (45) since the beginning of a potential tachyarrhythmia episode is passed without reaching ITD (the VFTA monitoring period); (3) the number of intervals to re-detect for one of the tachyarrhythmia rate zone is fulfilled; and (4) when a new potential tachyarrhythmia episode is detected within a pre-defined number of intervals (15) after the end of a previously diagnosed tachyarrhythmia episode (the VFTA post-episode monitoring period). While primary detection of tachyarrhythmia episodes uses primary near-field V-sense channel, the VFTA algorithm makes its determination based on two undersensing criteria that are continuously monitored on the secondary far-field sensing channel. The undersensing criteria are (1) consecutive, low amplitude R-waves (<0.6 mV) and (2) excessively long R-R intervals on the far-field sensing channel (>2 seconds). These criteria are tracked using individual counters: the counter increases when low amplitude R-wave or long R-R interval is detected and is fulfilled when they are greater than a threshold at undersensing checkpoints. The counter can also be reset with consistent, normal R-wave amplitudes (>1 mV) to prevent brief sensing abnormalities triggering VFTA.

When criteria are fulfilled at any of the checkpoints, adjustments are made to detection, termination, re-detection, and therapy parameters to provide HV therapy. Specifically, VFTA transitions arrhythmia detection to a single zone with a slower rate cutoff (add 100 ms to the slowest programmed therapy zone to a maximum of 400 ms), increases the number of binned sinus interval required to terminate the episode from 5 to 7, and skips further ATP in favor of HV shock therapy (with certain exception of delivery of ATP while charging capacitors in preparation for delivery of a high voltage shock). These adjusted parameters are not user programmable but are based on the programmed detection and therapy parameter values and remain in effect until the device determines that the ongoing episode has terminated. Certain detection-inhibiting algorithms, such as noise reversion and/or magnet reversion, disable VFTA for the ongoing episode.

VFTA undersensing checkpoints (1) and (3) follow the normal detection scheme. However, undersensing on the near-field V-sense channel or rates falling below the programmed detection rate may cause the device to delay detection or even declare episode termination (i.e., End of Episode) while the ventricular tachyarrhythmia is still ongoing. Checkpoints (2) and (4) are designed to prevent delay in HV therapy delivery when arrhythmia ITD is not fulfilled or erroneous episode termination.

**VFTA Algorithm Performance**

The clinical performance of VFTA was evaluated using ventricular tachyarrhythmia EGMs stored in Merlin.net from randomly selected Abbott ICDs (single chamber, dual chamber and CRT) with SecureSense™ enabled. As non-self-terminating ventricular tachyarrhythmias may span several stored episodes and sufficient episode durations are required to accurately simulate detection, re-detection, and delivery of therapy, multiple episodes from a single device that either overlapped in time or occurred sequentially were merged into a single, continuous episode (i.e., overlapping EGM periods were cropped, while sequential EGMs were joined by aligning the last R-wave of one EGM to the first R-wave of the next EGM).
Computer simulations were used to model tachyarrhythmia detection, re-detection, and therapy delivery, according to the unique, original programming of each device. Simulations were performed on all EGMs twice: once with VFTA disabled and once with VFTA enabled. As the outcome of therapy delivery cannot be ascertained, simulations were terminated simply upon delivery of HV therapy. An overview of the validation process is shown in Figure 2.

EGMs were flagged for manual physician re-adjudication if simulations showed that HV therapy was delivered (1) only when VFTA was enabled, or (2) at least 30 seconds earlier with VFTA enabled vs. disabled. In other words, physician adjudication was performed for EGMs in which VFTA sufficiently altered delivery of HV therapy.

The re-adjudication process is shown in Figure 3. Each EGM report was classified by three physicians based on the rhythm at the time of VFTA detection and/or HV therapy delivery. Each EGM report was classified into one of six episode categories: PVT/VF, monomorphic VT (MVT), supraventricular tachycardia (SVT), normal sinus rhythm (NSR), noise, and oversensing. The majority decision was used for rhythm classification. However, if all physicians disagreed on the presenting rhythm, PVT/VF and MVT rhythms were classified as “Ventricular Arrhythmia” and all other rhythms (SVT, NSR, Noise, Oversensing) were classified as “Non-Ventricular Arrhythmia”.

Based on physician rhythm adjudication, EGM reports were classified as (1) appropriate or (2) inappropriate therapy episodes. Appropriate therapy episodes included episodes classified as PVT, MVT, VF, and “Ventricular Arrhythmia”; inappropriate therapy episodes included episodes classified as SVT, NSR, noise, and oversensing (Figure 3).

For episode-based calculations of positive predictive value (PPV), appropriate therapy episodes were classified as true positive, while inappropriate therapy episodes classified as false positive. For device-based true positive rate (TPR) calculations, devices with true positive episodes are counted as true positive and vice versa.
Exact binomial test executed in R (R Core Team, Austria) was utilized in determining the 95% lower and upper confidence bound for increase appropriate and inappropriate therapy resulted from the VFTA algorithm, respectively.

RESULTS

Twenty-thousand devices with stored tachyarrhythmia episodes were randomly selected from the Merlin.net database. These devices contributed a total of 564,353 merged VT/VF episode EGMs. Simulations identified 538 (0.1%) EGMs from 247 (1.2%) devices in which VFTA identified undersensing; of these, the VFTA algorithm either would have delivered therapy faster than without VFTA or delivered therapy that would have otherwise not been delivered in 105 (19.5%) EGMs from 67 (27.1%) devices (Figure 4A). VFTA did not significantly impact therapy delivery in the remaining 433 (80.5%) EGMs from 180 (72.9%) devices. These EGMs were not re-adjudicated, as no additional clinical risk or benefit would have been introduced by VFTA compared with conventional detection.

Results of physician adjudication are provided in Figure 4B, in summary, 39 episodes from 32 devices were adjudicated as PVT/VF; 43 episodes from 18 devices adjudicated as MVT; 10 episodes from 6 devices adjudicated as SVT; 4 episodes from 4 devices adjudicated as oversensing; 5 episodes from 4 devices adjudicated as noise; 4 episodes from 4 devices adjudicated as ventricular arrhythmia; no episodes were adjudicated as NSR or non-ventricular arrhythmia. These episodes and devices are categorized according to the methodology described above, and results are summarized in Figure 4C (one device in the appropriate categorization exhibited episodes receiving both earlier and new therapy). In total, 86 episodes from 53 devices are appropriate and 19 episodes from 14 devices are inappropriate producing an episode PPV of 81.9% (86/105) and a device TPR of 79.1% (53/67). This corresponds to an overall rate of 0.27% (53/20,000) of new or earlier appropriate HV therapy with VFTA.

Exact binomial test indicates that the 95% lower confidence bound for appropriate HV therapy is 0.03%.

HV therapy is clinically important for 83% (44/53) of the devices with 65% (56/86) of the appropriately detected episodes. These episodes consist of ventricular fibrillation, sustained polymorphic VT, or ATP ineffective VTs. 86.4% (38/44) of these devices with 87.5% (49/56) episodes would have delivered HV therapy only when VFTA was enabled. In 15.9% (7/44) of these devices where appropriate HV therapy would have been delivered whether VFTA was enabled or not, therapy was delivered 124±92 seconds earlier with VFTA enabled. HV therapy may be unnecessary for the remaining 17% (9/53) devices, as the tachyarrhythmia may self-terminate (1 episode) or may be terminated with ATP during charging (29 episodes), which is part of the therapy delivery of the VFTA.

PVT/VF episode examples in which VFTA enhanced HV therapy delivery is illustrated in Figure 5. In Figure 5A, VFTA intervened when the required number of intervals to detect were met in the presence of consistent low amplitude intervals on the far-field channel, while the near-field channel has adequate sensing. In this case, VFTA prevented an “End of Episode” diagnosis by increasing the required number of sinus intervals binned and promptly delivered HV therapy. In Figure 5B, the device had previously erroneously declared an “End of Episode” during an ongoing arrhythmia. VFTA intervened at the start of another potential ventricular episode (PVE) due to the lack of detected intervals on the far-field channel. In this post-episode re-detection example, VFTA reduces criteria to detect VF resulting in rapid diagnosis of VF and subsequent HV therapy delivery. Finally, Figure 5C illustrates VFTA intervention when there is a prolonged period of potential ventricular arrhythmia without episode detection; where conventional
detection would have detected VT-1 (programmed to monitor), VFTA promptly provided HV therapy
approximately 2 minutes earlier than without VFTA, which would have prevented degradation of the
tachyarrhythmia.

The VFTA feature achieved these clinical improvements with a 18.1% (19/105) increase in rate of
inappropriate therapy among physician adjudicated EGMs. This corresponds to an overall rate of 0.07%
(14/20,000) increase in inappropriate therapy delivery (noise oversensing: 4, physiologic oversensing: 4,
and SVT: 6) with VFTA. Exact binomial test indicates that the 95% upper confidence bound for increase
in inappropriate HV therapy is 0.1%.

Additional device programming analyses were performed on devices with episodes categorized as
inappropriate therapy. These included 10 SVT episodes from 6 devices that were incorrectly diagnosed
by rhythm discriminators. Four of 6 devices were found to have far-field morphology discriminators
disabled, and in a fifth device, all discriminators were disabled. Therefore, in 5 out of 6 devices (9 out of
10 SVT episodes) improved arrhythmia discrimination may have been achieved simply by utilizing SVT
discriminators.

In summary, the VFTA algorithm altered HV therapy in 0.34% (67/20,000) of devices with an 81.9%
episode PPV and 79.1% device TPR. VFTA delivered HV therapy to 0.22% (44/20,000) of the devices that
experienced at least one potentially undertreated ventricular tachyarrhythmia episode.

**DISCUSSION**

To the best of our knowledge, this is the first demonstration of an algorithm developed specifically to
provide an additional level of discrimination and detection of difficult to detect ventricular arrhythmias.
The results of this computer simulated analysis suggest that use of the VFTA algorithm enhances ICD
therapy delivery in the context of low amplitude signal detection during ventricular arrhythmias. The
findings of this analysis indicate that VFTA has the potential to further improve ICD detection of
ventricular tachyarrhythmias without significantly increasing the risk of inappropriate shocks.

Recently published literature suggests that delivery of HV shocks may affect mortality and quality of life
in ICD patients. As such, programming guidelines recommends faster detection rate cutoffs
and longer detection times to reduce avoidable HV therapy. However, multiple reports have revealed
that generic compliance with guideline directed ICD programming recommendations, with or without
undersensing, may lead to delayed or in some instances even withholding delivery of the HV therapy.
Moreover, post-mortem studies suggest that mortality in ICD implanted patients can be due to
undertreated ventricular tachyarrhythmias. It is well recognized that undersensing of
ventricular signals (R-waves) during VF in ICDs is a known limitation of the therapy. While occasional
undersensed events do not typically delay detection and treatment, the likelihood of this occurrence
may be higher when longer detection times and/or faster detection rates are programmed. These
occurrences are, so far, limited to very few patients, but the consequences are often catastrophic. These
results demonstrate that the VFTA algorithm can prevent undertreatment caused by the combination of
programming and undersensing by temporarily adjusting detection parameters in the presence of
undersensing on the far-field EGM.

Undertreatment of arrhythmias may be under-reported due to the episode storage logic employed by
different manufacturers; VT/VF episodes may not be stored if a high enough rate is not sustained to
meet detection criteria or may be overwritten by other episodes. Programming combined with R-wave undersensing can increase the rate of under-reported episodes, as no EGMs will be stored and available for review due to lack of detection. By temporarily lowering the detection parameters, the VFTA algorithm can record, treat, and retain previously under-reported episodes.

Furthermore, arrhythmia detection and therapy delivery in ICDs typically rely on a set of timers and counters, which can be reset due to brief undersensing or rate falling under programmed detection rate. This may cause significant delay in HV therapy. This delay can be detrimental to patient’s survival; a delay of more than 12 minutes resulted in 13% survival rate compared to 46% when HV therapy was delivered within 7 minutes\(^\text{26}\). The VFTA algorithm in this study facilitated HV therapy, on average, greater than two minutes earlier and prevented delays caused by counter and timer resets.

The VFTA algorithm may also allow for delivery of therapy the monitor zone when activated, as the algorithm lowers the detection rate to the programmed slowest therapy zone with an additional 100 ms (to a maximum of 400 ms) as shown in Figure 5C. However, due to the multiple undersensing criteria that VFTA must satisfy prior to activation, therapy delivery is most likely due to occasional undersensing causing the arrhythmia to fall into the monitor zone.

The study findings identified a small number of SVT episodes that were misdiagnosed as VT, leading to inappropriate therapy delivery with VFTA enabled. Analysis of these episodes suggests that inadequate discriminator programming resulted in incorrect rhythm diagnosis. Stroobandt et al. demonstrated that SVT discriminators are crucial in reducing inappropriate therapy, with far-field morphology discriminator particular effective\(^\text{14}\). Programming of available discriminators, regardless of device manufacturer, is recommended by expert guidelines and is key to reducing inappropriate HV therapy delivery\(^\text{11, 12, 27, 28}\). Similarly, instances of inappropriate HV therapy for SVTs resulting from the VFTA algorithm may be reduced with appropriate programming of discriminators, further improving the episode PPV to 90.5% (95/105) and device TPR to 86.6% (58/67). Therefore, the VFTA algorithm is most effective when programmed with recommended rhythm discriminators.

**Limitations**

The algorithm validation used simulations of real-world recorded data and was not based on data from a prospective clinical study. However, due to the relatively low incidence of these undertreated arrhythmias, the simulations outlined in this study were able to evaluate a much larger sample size, yielding statistically significant results. The EGM reports imposed another limitation related to physician review, as some reports had low fidelity, and others did not include pertinent patient information to help with the diagnosis. To address this limitation, multiple physicians were asked to blindly re-adjudicate the same EGM reports. Moreover, this approach in development and validation of device-based algorithms has been widely utilized\(^\text{29-31}\).

The algorithm only affected a very small number of devices (0.34%) and EGMs (0.019%) in this study due to normally very effective sensing, detection, and treatment. Delay or withholding of HV therapy remains an infrequent but potentially life-threatening event. This study shows that the VFTA algorithm may lead to appropriate HV therapy in such events.

The current study analyzed the enhanced detection of undersensed tachyarrhythmias in cases where VFTA sufficiently altered high voltage therapy compared to conventional detection. As such, only EGMs
(n=105) where VFTA provided a new or earlier treatment (by more than 30 sec) were adjudicated by physicians. This method precludes the ability to assess the improvement in the VFTA algorithm performance across all appropriate and inappropriate detections compared to conventional algorithm which would be appropriate for further statistical analysis such as net reclassification index.

Furthermore, the algorithm performance indicated a dependency on programming of SVT discriminators to reduce the risk of inappropriate shocks. However, this is a limitation shared across all ventricular tachyarrhythmia detection and therapy algorithms.

Additionally, while this study does not correlate sensed sinus R-wave amplitudes to VF signals, prior published findings have shown that even with large sinus R waves (≥5mV) at implant, there can be some undersensing of VF\(^{32}\). This is due to inherent nature of polymorphic VT and VF\(s\) given the dynamically changing ventricular signal amplitude and intervals which can make them susceptible to undersensing, leading to delay or lack of HV therapy in rare scenarios. The VFTA algorithm enhances traditional detection algorithms by having in a novel discrimination criteria and acts as a safety net for patients that are at risk of under-treatment of VT/VF with poor outcomes.

Finally, a small number of ventricular tachyarrhythmias that were self-terminating MVTs or MVTs amenable to ATP also triggered VFTA. While these episodes are accurate ventricular tachyarrhythmia detections in the simulation analysis, HV therapy may not be clinically important. However, since VFTA does not alter the non-committed nature of HV therapy and allows ATP while charging, the HV therapy provided by VFTA may still be avoided.

Despite these limitations, this study demonstrates the potential benefits of a novel algorithm that allows physician preferred ICD programing while providing an additional safety net for patients implanted with ICDs. This algorithm closes a small but relevant gap in detecting and treating previously undertreated arrhythmias. The results of this study need to be validated and confirmed in additional prospective real-world studies where simulation is not used.

**CONCLUSION**

This study describes and validates the performance of a novel algorithm, “VF Therapy Assurance,” designed to identify tachyarrhythmia episodes with potential undertreatment and reduce the risk of undertreatment without significantly increasing inappropriate HV therapy. The results of this study demonstrate that 0.22% of the patients implanted with ICD or CRT-D devices experienced at least one instance of under-treated life-threatening ventricular tachyarrhythmia episode. VFTA algorithm when activated in these devices, will deliver HV therapy to 86% of patients who would have been otherwise untreated for potentially life-threatening arrhythmias.

**Funding Sources**

This research did not receive any specific grant from funding agencies in the public, commercial, or not-for-profit sectors.

**Disclosures**
This study was funded by Abbott. Dr Sterns, Dr Katcher, and Dr Seizer have received research grants and/or consultancy fees from Abbott. Dr Wilkoff have received research grants and/or consultancy fees from Abbott, Medtronic, and Philips. Dr Upadhyay have received research grants and/or consultancy fees from Abbott, Biotronik, and Medtronic. Kang, Rhude, Davis, and Dr Fischer are employees of Abbott.

**Authorship**

All authors attest they meet the current ICMJE criteria for authorship.

**Ethics Statement**

Devices and episodes were de-identified prior to analysis and do not fall under the purview of the institutional review board.
REFERENCES


**Figure 1.** Algorithm logic flow of VFTA. VFTA is activated upon initial detection of rapid ventricular signals and continues to monitor the rhythm until ventricular tachycardia or ventricular fibrillation diagnosis is made, at which point the algorithm automatically adjusts tachyarrhythmia settings to provide therapy. VT: ventricular tachycardia; VF: ventricular fibrillation.
Figure 2. VFTA algorithm validation process. Validation of the VFTA algorithm is performed through a combination of EGM simulation and adjudication of tachyarrhythmia characteristics and device behavior.
Figure 3. Adjudication process to determine appropriateness. EGMs are classified into 6 rhythm types; each rhythm type corresponds to either appropriate HV therapy or inappropriate HV therapy. VF: ventricular fibrillation; P/MVT: polymorphic/monomorphic ventricular tachycardia; SVT: supraventricular tachycardia; NSR: normal sinus rhythm.
A. Overview of devices (EGMs) in simulation

- VFTA Not Activated: 19,753 (563,815)
- VFTA Activated: 247 (538)
  - VFTA Impact Therapy: 67 (105)
  - VFTA does not Impact Therapy: 180 (433)

B. Adjudicated rhythm breakdown of VFTA impacted therapy devices (episodes)

<table>
<thead>
<tr>
<th>Rhythm Type</th>
<th>Number of Devices (EGMs)</th>
</tr>
</thead>
<tbody>
<tr>
<td>PVT/VF</td>
<td>32 (39)</td>
</tr>
<tr>
<td>MVT</td>
<td>18 (43)</td>
</tr>
<tr>
<td>SVT</td>
<td>6 (10)</td>
</tr>
<tr>
<td>NSR</td>
<td>0</td>
</tr>
<tr>
<td>Oversensing</td>
<td>4 (4)</td>
</tr>
<tr>
<td>Noise</td>
<td>4 (5)</td>
</tr>
<tr>
<td>Ventricular Arrhythmia</td>
<td>4 (4)</td>
</tr>
<tr>
<td>Non-Ventricular Arrhythmia</td>
<td>0</td>
</tr>
</tbody>
</table>

C. Device (episodes) categorization based on adjudicated rhythm

- 53 (86) Earlier Therapy 16%: 7 (7); Δ124±92 sec
- 44 (56) New Therapy 86%: 38 (49)
- 14 (19) ST or ATP amenable VA: 9 (30)
  - Avoidable SVT: 5 (9)
  - Oversensing (T/P-wave): Noise, SVT: 9 (10)
Figure 4. Episode and device data summary. A. 19,753/20,000 devices did not activate VFTA. Of the 247 devices that activated VFTA, 67 devices delivered therapy that otherwise would not have been delivered or delivered therapy earlier than would have otherwise occurred compared to without VFTA. B. Breakdown of adjudicated rhythm devices and episodes where VFTA was activated. C. Categorization of device and episode for appropriateness and further breakdown of episode/therapy type (one device in the appropriate categorization exhibited episodes receiving earlier and new therapy). Numbers with parenthesis indicate EGM/episodes, number without parenthesis indicate device/patients. P/MVT: polymorphic/monomorphic ventricular tachycardia; SVT: supraventricular tachycardia; NSR: normal sinus rhythm; ST: self-terminating; ATP: anti-tachycardia pacing.
Figure 5. Example PVT/VF episodes in which VFTA enhanced therapy delivery. A. VFTA activated during post-episode window, promptly providing HV therapy (shock marker) Conventional detection incorrectly diagnosed the end of episode due to brief slowing in the rhythm, preventing therapy from being delivered. B. VFTA activated at VF detection due to low amplitude far-field signals, providing therapy (shock marker). Due to a few undersensed interval and momentary slowing of the rhythm, conventional
detection would have taken significantly longer to reach detection. C. VFTA activated after a prolonged period in potential ventricular episode, triggering a VF detection and providing therapy (shock marker), where conventional detection would have detected VT1 (monitor zone) due to programming. Asterisk indicate device sense markers.
Simulation on ventricular tachyarrhythmia EGMs with conventional detection and VFTA enhanced detection

Identification of EGMs where only VFTA resulted in HV therapy or VFTA delivered HV therapy 30 seconds earlier

Blind adjudication of PDF EGM reports for rhythm by physician experts

Analysis of discriminator programming for SVT EGMs detected by VFTA

Calculation of performance rates (Appropriate/Inappropriate)
A. Overview of devices (EGMs) in simulation

- VFTA Not Activated: 19,753 (563,815)
- VFTA Activated: 247 (538)
- VFTA Impact Therapy: 67 (105)
- VFTA does not Impact Therapy: 180 (433)

B. Adjudicated rhythm breakdown of VFTA impacted therapy devices (episodes)

<table>
<thead>
<tr>
<th>Rhythm</th>
<th>Number of Devices (EGMs)</th>
</tr>
</thead>
<tbody>
<tr>
<td>PVT/VF</td>
<td>32 (39)</td>
</tr>
<tr>
<td>MVT</td>
<td>18 (43)</td>
</tr>
<tr>
<td>SVT</td>
<td>6 (10)</td>
</tr>
<tr>
<td>NSR</td>
<td>0</td>
</tr>
<tr>
<td>Oversensing</td>
<td>4 (4)</td>
</tr>
<tr>
<td>Noise</td>
<td>4 (5)</td>
</tr>
<tr>
<td>Ventricular Arrhythmia</td>
<td>4 (4)</td>
</tr>
<tr>
<td>Non-Ventricular Arrhythmia</td>
<td>0</td>
</tr>
</tbody>
</table>

C. Device (episodes) categorization based on adjudicated rhythm

<table>
<thead>
<tr>
<th>Categorization</th>
<th>Number of Devices (EGMs)</th>
</tr>
</thead>
<tbody>
<tr>
<td>Earlier Therapy 16%; Δ124±92 sec</td>
<td>7 (7)</td>
</tr>
<tr>
<td>New Therapy 86%; 38 (49)</td>
<td></td>
</tr>
<tr>
<td>ST or ATP amenable VA; 9 (30)</td>
<td></td>
</tr>
<tr>
<td>Avoidable VT; 5 (9)</td>
<td></td>
</tr>
<tr>
<td>Oversensing (T/P-wave); Noise, SVT; 9 (10)</td>
<td></td>
</tr>
</tbody>
</table>
Key Findings

- Undersensing of ventricular tachyarrhythmias in ICDs even though rare can be life-threatening.
- VF Therapy Assurance (VFTA) algorithm enhances ICD therapy delivery in the context of low amplitude signal detection during ventricular tachyarrhythmias.
- VFTA leverages the far-field discrimination channel to promptly identify and treat ventricular tachyarrhythmias for which HV therapy would otherwise be delayed or deferred.
- The results of the simulation analysis demonstrate that VFTA can decrease time to treatment for potentially life-threatening arrhythmias without significantly increasing inappropriate high voltage therapy.